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ABSTRACT 
 
We have built a photoacoustic microscope (PAM) using an amplitude-modulated continuous-wave (CW) laser source, 
which is an inexpensive 120-mW laser diode. By using a bowl-shaped piezoelectric transducer, whose numerical 
aperture is 0.85 and resonance frequency is 2.45 MHz, we have experimentally demonstrated a lateral resolution of 600 
µm, an axial resolution of 700 µm, and a signal-to-noise ratio (SNR) as high as 43 dB. Although the SNR in the CW 
PAM system is an order of magnitude worse than that of the pulsed-laser-based PAM system, CW PAM shows potential 
for biomedical applications as it uses durable and inexpensive semiconductor lasers, which will significantly reduce 
operation costs of the PAM systems. 
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1. INTRODUCTION 
 
Reflection-mode photoacoustic microscopy with a pulsed laser and a high numerical aperture ultrasonic transducer has 
shown the ability to image microvascular networks in the skin.1-8 The current photoacoustic microscopy using pulsed 
laser illumination is capable of imaging with ~15 µm axial resolution and 45-120 µm lateral resolution. The signal to 
noise ratio for large rat vessels is ~40 dB9. Photoacoustic imaging reveals physiologically specific optical absorption 
contrast. PA imaging takes advantage of the weaker ultrasonic scattering, whose magnitude is two orders of magnitude 
less than that of optical scattering10 to achieve high spatial resolution in deep biological tissues compared with traditional 
optical imaging11,12. In addition, PA imaging is able to extract certain functional parameters, such as the hemoglobin 
oxygenation saturation (SO2), without using exogenous contrast agents by varying the optical wavelength of the 
excitation laser and conducting spectroscopic measurement.  
 
In state-of-the-art laser PA instrumentation and measurement techniques pulsed lasers have always been the PA signal 
source of choice. The major reasons for this choice are a large amount of the available energy in a laser pulse thus 
yielding acceptable signal-to-noise ratios (SNR) under transient pulse detection13, and possibility to localize optically 
absorbing volume by measuring time of flight of ultrasonic transient generated by short optical pulse. That increase 
SNR, simplifies interpretation of PA signal and diminish complex interference effects caused by coherent photoacoustic 
radiation. 
Pulsed PA detection, however, presents disadvantages in terms of laser jitter noise and acoustic and thermal noise within 
the wide bandwidth of the transducer, In addition, very large pulsed-laser peak irradiances incident on living tissue may 
have detrimental effects, and for this reason very low average pulse energies are used at the expense of SNR.  
Frequency-domain PA methodologies can offer alternative detection and imaging schemes with several advantages over 
pulsed laser photoacoustics. These advantages include a low fluence of the  harmonic  or frequency-swept modulated 
laser light with the concomitant advantage of lower possibility of tissue damage. The superior signal-to-noise ratio of the 
ultra-narrow lock-in amplifier bandpass filter can offset much of the SNR deterioration at MHz frequencies. Frequency 
chirps may also be used to recover the axial resolution. The chirp can be further tailored to center around a particular 
depth of interest, thus offering an efficient rejection of undesirable acoustic signals outside the time window minimizing 
unwanted interference effects.  
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Simplification of quantitative measurements is an additional advantage of the CW PAM. For example, instrumental 
normalization procedure can be done through a simple division with a reference signal in the frequency-domain, as 
opposed to nontrivial deconvolution in the time domain, especially with highly nonlinear resonant ultrasonic transducers.  
And last but not least advantage is low equipment and operational costs of the CW modulated lasers. Inconvenience and 
expense of photoacoustic technique which mostly comes from reliance on high energy short duration light pulses 
available only from laboratory grade tunable Q-switch pumped lasers is one of the major obstacles for its wide 
application in medicine and biology.  In contrast CW modulated semiconductor lasers are durable, does not require 
highly qualified personal to operate, and significantly safer for patient and operator in case of accidental exposure.  
The CW photoacoustic microscopy with lock-in detection system has already displayed feasibility to measure surface14 
as well as subsurface15 properties in solids. In this study we investigated possibility to obtain photoacoustic image using 
convenient lased diode as a source of optical illumination.  
Although at megahertz frequencies photoacoustic tomography (PAT)1-5 is typically used for CW photoacoustic imaging 
detection useful tool is photoacoustic microscopy16. In PAT, an inverse reconstruction algorithm based on time of flight 
of acoustic transient is employed to acquire image of biological samples which gives very poor resolution for band-
limited CW photoacoustic imaging. In contrast, scanning photoacoustic microscopy (PAM) having spatial resolution 
defined by properties of the spherically-focused ultrasonic detector is well suited for CW photoacoustic imaging.  
 
In this article we will report physical realization of CW PAM and compare developed CW PAM to state of the art table-
top dark-field illumination PAM9,16 .  
 
2. METHODOLOGY  
 
Because laser diodes have relatively peak power, which is several orders less than Q-switch lasers, special attention 
should be paid to of signal to noise ratio of the CW PAM. To compare it to that of PAM with pulse excitation at 
maximum permissible radiation exposure let us consider peak acoustic pressure generated by localized light absorption. 
Regardless of absorber geometry17,18,19 PA pressure far from absorber, p , is proportional to Q&⋅κ , where 
pCQc /2 &⋅= βκ , β is thermal expansion coefficient, c is speed of sound, pC is heat capacity per unit mass and Q& is 
time derivative of heat deposition per unit volume. For pulse excitation, time dependence of heat deposition can be 
approximated by Gaussian function ( )22exp tEQ ppa ωµ≈ , where aµ is light absorption coefficient pI is peak optical 
intensity, pω/1 is the pulse width and pω  is cut-off frequency of the PA transient. After simple algebraic manipulations 
maximum PA pressure can be related to peak intensity as: ppep Ip ω
2
max, ∝ . Similarly stationary heat deposition in 
case of CW PAM is defined by ( )( )tIQ cCWa ωµ sin1+≈ , where cω is modulation frequency. Corresponding 
acoustic pressure is given by CWcCW Ip ω∝max, . Let us assume that condition for equal spatial resolution of the CW 
and pulse PAM is cp ωω = . For a signal to noise ratio (SNR) estimate it is good enough approximation. For both CW 
PAM and pulse PAM maximum peak intensity of the laser light is limited by safety concern governed by ANSI safety 
standard20, which limits maximum permissible pulse exposure to 20mJ/cm2 of pulse energy per unit area of human skin 
and CW exposure to 200mW/cm2. Simple calculations shows that safety limited peak acoustic pressure for 100ns pulse 
excitation can be six orders higher than acoustic pressure amplitude of CW PAM. However, broad-band nature of 
pressure transient suggests much higher noise amplitude of pulse PAM which is proportional to square root of the 
bandwidth of PA signal. For pulse PAM bandwidth is related to cut-off frequency πω 2/ppf ∝∆ for CW PAM it can 
be as narrow as image sampling frequency which for table-top PAM under comparison is equal to 10Hz. Final estimate 
gives for CW PAM with sub-millimeter resolution signal to noise ratio must be about three orders worse than that of 
pulse PAM. Taken into account that at best SNR of PAM is between 40dB and 60dBError! Bookmark not defined. it seemed that 
pressure waves generated by CW PAM are undetectable.  
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However, SNR of the CW PAM can be significantly improved. Firstly, broad-band piezoelectric transducers have high 
insertion loss, which typically of the order of 20dB21, due to low electromechanical coupling of polymer piezoelectric 
and strong mismatch of acoustic impedance if piezo-ceramic. Piezoelectric transducer for CW application does not have 
to be acoustically matched to immersion liquid because near its through-thickness resonance input impedance of the 
transducer changes from very low to very high and there always be a frequency at which it is equal to impedance of the 
immersion liquid. Because resonant CW transducer also does not have resonance damping backing material its insertion 
loss is limited to electrical loss due to finite conductivity of piezoelectric and mechanical losses in piezoceramic. 
Together at a few megahertz frequency these losses can be as little as a few dB. 
 
Another possibility to improve SNR of the CW PAM is in using low duty cycle tone bursts amplitude modulation 
instead of  CW modulation. According to ANSI standard for less than 10s exposure the maximum permissible exposure 
is limited by 411100 et  in mJ/cm2, where et denotes the exposure duration in seconds. For 10 Hz pulse repetition 
frequency with 1% duty cycle it gives maximum permissible exposure of 20W/cm2 thus improving SNR on one order of 
magnitude. Altogether these made CW PAM at least feasible for some biomedical applications. 
 
RF generator
DAQ 
Lock-in 
detector
Computer
Laser
diode
Scanner
Laser
diode λ2
λ1
 
 Fig.1. Schematic of the CW PAM. 
 
To verify feasibility of CW PAM we built simple PAM system shown in Fig. 1. We have used inexpensive laser diode 
(Sharp, GH0781JA2C 120W 784nm) driven by LDC220 laser diode current controller (Thorlabs Inc.). We use100% 
amplitude modulation of the laser diode at 2.45 MHz by applying 10V sinusoidal signal from function generator through 
serial 50Ohm resistor. PA signal from resonant piezo-transducer was amplified by narrow-band preamplifier and 
detected by lack-in amplifier (SR844, Stanford Research Systems) which was used as phase sensitive detector and data 
acquisition system. Amplitude and phase of the transducer signal was analyzed by personal computer which also control 
mechanical scanner used for raster scanning of the sample.  
Light from laser diode was delivered to transducer via single fiber. It is passing through collimating lens secured within 
the hole on axis of bowl shaped piezoceramic element as shown in fig.2 and delivered to the sample surface. Piezo-
ceramic element of the transducer has hemi-spherical shape of 38mm diameter and 11mm radius of curvature with gold 
electrodes on both sides of the sphere. Outer electrode seen in Fig.2 was soldered to the transducer shell with low 
melting point alloy (SnCuInCd eutectic). Inner electrode is connected to resonant preamplifier via impedance matching 
line transformer.  
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    Fig.2. Photo of the resonant photoacoustic transducer.  
 
All experimental human procedures were carried out in conformity with the guidelines of the US National Institutes of 
Health. The laboratory animal and human protocols for this work were approved by the University Laboratory Animal 
Care Committee of Texas A&M University. 
 
 
3. RESULTS 
 
   
 
   Fig.3. CW PAM Image of the edge of black polyethylene film. 
 
 
An estimate of SNR has been made by imaging the edge of highly optically absorptive black polyethylene film. Image 
contrast in Fig.3 is 43 dB. It must be no less than system SNR which gives for CW PAM in clear media SNR better than 
43 dB. Lateral resolution of the CW PAM has been tested by using USAF 1951 test target. The modulation transfer 
function22, was extracted from the peak-to peak signal and extrapolated to the cut-off spatial frequency. Estimated lateral 
resolution of 600 µm was found to be good agreement with theoretical value for 0.85 NA spherical transducer.  
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 Fig.4. Resolution test of the CW PAM using USAF 1951 test target. 
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   Fig. 5. Line spread function of the CW PAM transducer. 
 
Axial (and lateral) resolution has been measured by scanning thin light absorptive cylinder (human hair) immersed in 
light scattering media (0.2% imtralipid). Line spread functions axial positions of the fiber with respect of the focal plane 
of the PAM are shown in Fig5. Estimated -6dB axial resolution was about 0.7 mm which is close to expected value for 
such a high NA spherically focused transducer. 
 
In situ CW PAM amplitude image of the rabbit ear vasculature is shown in Fig.6A. Raster scanning was performed with 
scanning speed 10 steps (image pixels) per second, lock-in integration time was 30ms. One can see that CW PAM has 
enough resolution and sensitivity to show major blood vessels. However, in some places image is difficult to interpret. 
Reason for that is in presence of multiple acoustic arrivals which can interfere with each other. In addition, there is the 
possibility of complex interference effects on the sample surface due to ultrasonic reflections from sample boundaries 
and/or surface of the transducer. Direct penetration of the modulation signal into lack-in input is also possible.  
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 Fig.6. In situ CW PAM image of vasculature of rabbit ear. 
 
To rectify interference problem PA wave source localization can be performed by sweeping modulation frequency 
within frequency band of the transducer14. Source localization idea is based on a simple property of the Fourier 
transform. In frequency domain, transducer voltage is proportional to the PA wave pressure, )(ωp  multiplied on 
frequency response on the ultrasonic receiver which also includes ultrasonic attenuation in the media and phase shift due 
to PA wave propagation from its origin to ultrasonic transducer. In time-space domain it become a convolution of PA 
wave source axial location, )(zp , where ctz =  with Fourier transform of the transducer response. That can be 
illustrated by a simple example. Let us suppose that frequency response of the resonant transducer has Gaussian shape 
and phase shift is caused by wave propagating distance 0z to the transducer: ( ) ( )czipV /exp/)(exp)()( 0220 ωωωωωω ⋅∆−−⋅∝ .    (1) 
In space domain we have: 
2
0
0 )(exp)()( ⎟⎟⎠
⎞
⎜⎜⎝
⎛ ∆
Λ
−
−⊗∝
ω
ω
π
zz
zpzV ,    (2) 
where Λ is wavelength of PA wave at frequency 0ω . One can see that localization of the PA source is about ultrasonic 
wavelength multiplied on a factor of ωπω ∆/0 . In real case frequency response must be experimentally measured 
during setup calibration by recording amplitude and phase of the signal from the test target placed in focal spot of the 
transducer as a function of modulation frequency and continuous Fourier transform can be replaced by discrete Fourier 
transform. Moreover, in many cases use of a very few frequencies is enough to remove some most significant image 
artifacts.   
An application of the above described procedure is illustrated in Fig.7. Fig.7B shows B-scan image of the blood vessel at 
1 mm depth in rat skin taken by pulse PAM16 equipped with 5 MHz transducer.  Fig.7B shows sweep frequency 
reconstructed B-scan image taken by the same PAM but with CW excitation at frequencies ranging from 4.5MHz to 
5.5MHz with 40KHz step. Taken into account that for resonant transducer 0ωω <<∆  frequency sweep cannot 
substitute B-scan image yet can be successfully used to remove interference artifacts as it illustrated in Fig.6B. Here we 
supposed that interference of PA signal from blood vessels and from front surface of the transducer occur. Hence we 
have used only two frequencies shifted by 02/ zcf =∆  and simply subtract one PA signal from another.  As it can bee 
seen in Fig.6 that was enough to significantly improve image quality and simplify image interpretation. Some blood 
vessels which show inverted contrast along their length in Fig6A, for example one indicated by arrow, looks uniformly 
bright in Fig6B. 
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 Fig.7.  Blood vessel at 1 mm depth in rat skin, A-B-scan taken by pulse PAM equipped with 5MHz ultrasonic transducer.  
  B- sweep frequency reconstructed B-scan image taken by CW PAM. 
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 Fig.8. In situ CW PAM image of the rabbit tibial blood vessels  
 
Ability CW PAM to image subsurface structures has been verified by  In situ CW PAM imaging of the blood vessels in 
rabbit leg as shown in Fig8. Bright colored structure shown in figure is tibial artery and vein located about 3mm below 
skin surface as revealed by anatomical sectioning also shown in Fig.8. 
4. CONCLUSION AND DISCUSSION 
 
Feasibility of using continuous wave modulated light source in photoacoustic imaging for biomedical application has 
been tested. Although, experimentally achieved SNR was an order worse than that of pulse PAM, CW PAM shows some 
potential for biomedical application because it uses durable and inexpensive semiconductor laser which does not require 
highly qualified personal and are safer for both patient and operator in case of accidental exposure. Small depth of focus 
does not allow CW PAM to compete with pulse, Q-switch laser based PAM in imaging speed, but with the use of several 
laser diodes having laser emission of wavelengths of choice covering wide range of wavelengths CW PAM can be very 
competitively used for noninvasive localized quantitative spectral absorption measurements in vivo.  
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